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SV42 Coiled Cord Replacement
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Turn off  all mounted equipment.

Disconnect Power System from power source.

Turn power system off  by holding down the AC Outlet Power button for 1 - 3 seconds. 
Power light will shut off .

Remove front base cover.
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For the latest User Installation Guide please visit: www.ergotron.com

User's Guide
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Remove rear base cover.

Remove retainer bracket.

Unplug coiled cord and plug in new cord.
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8 Reattach retainer bracket.
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Replace front base cover.

Replace rear base cover.

LiFe Power SystemsSLA Power Systems

End of Instructions for SLA Power Systems
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LiFe Power Systems

4 Remove rear base cover.

5 Remove retainer bracket.
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LiFe Power Systems

6 Unplug coiled cord and plug in new cord.

7 Reattach retainer bracket.
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End of Instructions for LiFe Power Systems

8 Replace rear base cover.

For local customer care phone numbers visit: http://contact.ergotron.com


